In-pentetreotide single-photon emission computed tomography (SPECT), the tumor-to-background-uptake ratio is generally high. The noise is, however, also usually on a high level, and in combination with the low spatial resolution of SPECT, this may lead to difficulties in the detection of small tumors. This is especially the case in regions with a relatively high background activity, such as in the liver, which is a common region for somatostatin-positive metastases. Visually detecting the small tumors is important for a successful treatment of the cancer disease. In this paper, we compare three different parallel-hole collimators for
is a well-established method that has a high accuracy for visualization of neuroendocrine tumors (NETs) and a great clinical impact on patient management [2] , [3] .
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(SPECT) imaging provides information for better staging and tumor follow-up. It also brings possibilities to predict radiotherapeutic efficiency and to perform dosimetry with somatostatin analogs such as [DOTA-Tyr3]-octreotide (DOTATOC) and [DOTA-Tyr3-Thr8]-octreotide (DOTATATE) labeled with beta-emitting radionuclides [4] , [5] .
In-pentetreotide SPECT has become a rather frequently performed study at the University Hospital of Umeå, Umeå, Sweden, with about 60 patient examinations per year. The patients are injected with about 160 MBq
In-pentetreotide day 1, and the SPECT examination is performed day 2, about 21 h post-injection. The SPECT study is performed using an Infinia Hawkeye SPECT system, with two fields of view (FOVs), one over the chest and one over the abdominal region. The two FOVs are merged during reconstruction, resulting in one reconstructed image volume. The use of two FOVs is advantageous since the risk of missing unexpected tumors outside of the imaged region is reduced, but the risk of movement artifacts limits the acquisition time per FOV. A medium-energy general-purpose (MEGP) collimator is used for
In because of the higher energy emission of 245 keV. This collimator has a relatively low sensitivity, and combined with the relatively short acquisition time per FOV, the low amount of injected activity, and the decay and clearance between injection and acquisition, the resulting images have relatively high noise levels compared to many other SPECT studies.
In a previous study from our research group, the extended low-energy general-purpose (ELEGP) collimator proved to be the optimal collimator for I-IBZM SPECT [6] when reconstructing with OSEM including model-based compensation. This collimator is developed for Kr and I and as can be seen in Table I , it combines a relatively high sensitivity with a septum thickness which is double that of the low-energy general-purpose (LEGP) collimator.
I-IBZM and In-pentetreotide studies both suffer from high noise levels, and we were therefore interested to investigate if this collimator also could improve
In-pentetreotide imaging. In contrast to the previous study, we were however not interested in any quantitative measures of activity uptake, but only to visually detect the tumors as done in clinical practice at the University Hospital of Umeå. The most challenging tumors to detect are small tumors in high activity backgrounds such as the liver. The liver is also a common region for somatostatin-positive metastases, and to visually detect these as early as possible is important for a successful treatment of the cancer disease.
For detection of small tumors, In-pentetreotide SPECT should benefit from iterative reconstruction techniques that 0018-9499/$26.00 © 2011 IEEE TABLE I  COLLIMATOR SPECIFICATIONS FROM THE INFINIA DATA SHEET. THE  SENSITIVITY VALUES ARE DETERMINED FROM SIMIND SIMULATIONS include models for image degrading effects. This includes correction for nonhomogeneous attenuation, scatter, collimator detector response (CDR), and septal scatter and penetration (hereafter combined in the term septal penetration), which is important for In when using low-energy collimators. It could also include corrections for partial volume effects, although these are not used in this study. Model-based compensation for scatter and septal penetration does not lead to the same increase in noise as subtraction-based techniques [7] , [8] , and CDR compensation improves image quality with respect to noise and image resolution [9] . Model-based compensation is frequently used for research and can also be used in clinical routine studies, although the introduction has been rather slow.
The aim of this study was to compare the MEGP and ELEGP collimators for detection of small tumors in liver background. For comparison, the LEGP collimator was also included. The evaluation is performed using tumor contrast as a function of background noise since the collimator showing the highest contrast for a certain background noise level should be the most optimal for detecting the tumors. We also include a contrast-tonoise (CNR) measure, as a function of iteration number, for a more direct comparison of contrast and noise. CNR can also give some guidance to the optimal number of iterations. Another aim of the study was to compare results from OSEM including model-based compensation to a conventional OSEM reconstruction technique including correction for attenuation, with and without scatter correction with a subtraction-based technique.
II. MATERIALS AND METHODS

A. Digital Phantom
For the Monte Carlo simulations, we decided to use a simple geometry in which relevant statistics could be retrieved using regions of interest (ROIs) in a single image. A digital cylindrical phantom consisting of tumor-like spheres in a homogeneous background corresponding to uptake of the radiopharmaceutical in liver was therefore chosen and can be seen in Fig. 1 . The length of the phantom was set to 25.0 cm, and its diameter was determined from patient images, as will be described. The phantom contains spheres of two sizes, 10 spheres with a diameter of 12 mm, hereafter called S12, and eight spheres with a diameter of 20 mm, hereafter called S20, symmetrically located at opposite ends of the cylinder. The smaller size of the spheres was chosen from "trial-and-error" simulations, where 12 mm proved to be a size that at best was barely visible in realistic conditions with the conventional reconstruction technique. We were, however, also interested in how collimator choice and reconstruction methods affect images of somewhat larger tumors, and we therefore used spheres of 20 mm in diameter at the other end of the phantom. The S12 sphere centers were placed 5.5 cm from the phantom edge in the -plane and 5.1 cm in the -direction, according to the coordinate system in Fig. 1 . The S20 sphere centers were placed 5.5 cm from the phantom edge in the -plane and 5.5 cm in the -direction. The phantom was centered at the origin of the simulated gamma camera system.
To make the phantom correspond to a realistic In-pentetreotide SPECT study, a set of 20 anonymized patient images from the Nuclear Medicine Department at the University Hospital of Umeå was selected. Ten of the patients had been diagnosed with somatostatin-positive metastases in the liver, and 10 were without visible liver disease. All images had been acquired with an MEGP collimator. According to the clinical protocol, two FOVs had been acquired, each with 60 equally spaced projection angles in a 360 stepwise rotation and a time per view of 30 s. An elliptical orbit had been used with automatic body contour detection. Data were acquired in two 20% windows centered around each of the two
In emission energies at 171 and 245 keV. A scatter window between 127 and 153 keV was also used. The images had been reconstructed on the clinical workstation (Xeleris 2.1220, General Electric, WI), according to the clinical protocol based on OSEM (two iterations, 10 subsets) including correction for nonhomogeneous attenuation using Hawkeye computed tomography (CT) images and scatter correction with the Compton window method. Post-filtering with a 3-D Butterworth filter (critical frequency 0.40 cm , power factor 8) had also been performed.
For determination of the tumor-to-background ratio, the 15 largest liver tumors were used, which all had a diameter that clearly exceeded 3.0 cm. An approximate value of uptake was measured by using a ROI over the tumor in the transaxial slice where the tumor showed its maximum intensity. The maximal value in the ROI was determined, and was used for the uptake measure, to minimize influences from partial volume effects. A ROI in what was considered as healthy liver tissue was used for the background comparison, and in that case the average ROI value was used. The average tumor-to-background ratio was then calculated to 11.3 ( 3.0) for the 15 tumors, and the sphere-to-background ratio in the phantom was set to this value.
The patient images were also used to determine an average number of the counts per pixel from the liver, which is needed for determining a realistic noise level in the projection images. The images of the patients without visible liver disease were used, and one of the projection images, facing the liver from the anterior side, was selected. A ROI was placed over a homogeneous and thick part of the liver, avoiding other organs, and the average value of counts per pixel was corrected for attenuation from overlying tissue whose thickness was determined from the Hawkeye CT images. The corrected average number of counts per pixel for all 10 patients was calculated to 13.8 ( 4.5), and according to the theory of Poisson statistics, the inverted square root of this average value was assumed to be a representative level of relative image noise in the projection images. This method for determining noise is crude since other tissues contribute to the counts in the ROI to some degree. We did, however, verify the noise in the reconstructed phantom images against the reconstructed clinical patient images, and it was found to correspond within a standard deviation of the patient variations.
The Hawkeye CT images for all patients were used when determining the diameter of the phantom. A representative slice of the liver was chosen, and the ant-post and lateral diameter of the patient was measured using geometrical tools in Xeleris. These diameters were averaged, and the average diameter for all patients, 28.6 cm, was used for the phantom.
B. Simulation
Monte Carlo simulations of the phantom were performed with SIMIND ver. 4.9 [10] , [11] with parameters corresponding to an Infinia gamma camera (General Electric, WI) with 0.95-cm-thick NaI crystals, equipped with three different parallel-hole collimators: MEGP, ELEGP, and LEGP. The characteristics of these collimators can be seen in Table I. The  simulated isotope was In, and two energy windows of 20% were centered at 171 and 245 keV, respectively. The Compton window (127-153 keV), which is used clinically for subtraction-based scatter correction, was also included. The images were simulated in 128 128 pixel matrices with a pixel size of cm . Per projection, photons were simulated, which resulted in images with a low noise level.
SIMIND uses several types of variance reduction techniques in order to reduce the computing time, and a consequence of this is that realistic Poisson noise in the SPECT projections is not possible to simulate directly. In this study, Poisson noise was therefore added to the simulated projection images. A similar procedure as in previous studies from our research group was used [6] , [8] . For the MEGP collimator, a 20 20-pixel ROI was centered on one of the projection images of the cylinder, and the average number of counts/pixel was normalized to the corresponding value for the attenuation corrected liver measurements described previouly. Poisson noise was then generated using the function "imnoise" in Image Processing Toolbox, MATLAB ver. R2010a (The Mathworks, Inc., Natick, MA). For the other collimators, the total number of counts was scaled using a factor derived from the total number of counts in each simulated SPECT image series compared to the corresponding MEGP simulation. Poisson noise was then generated for the scaled images.
C. Reconstruction
The reconstructions without model-based compensation were performed using the clinical protocol on the workstation Xeleris. Reconstructions were performed with 2, 3, 4, 6, 8, 10, 15, and 20 OSEM iterations with 10 subsets. All images were post-filtered with a Butterworth filter with a critical frequency of 0.40 cm and a power factor of 8. The reconstructions were performed both with and without scatter correction with the Compton window method. No filtering of the scatter image was performed before scatter subtraction since this function is not available in the clinical protocol for reconstruction of two FOVs. When attenuation correction was used, it was based on a cylindrical attenuation map with different attenuation coefficients, depending on collimator and if scatter correction was included or not. The values used are presented in Table II . The linear attenuation coefficient of water 0.138 cm , which was determined from simulations, was used for the MEGP reconstruction including scatter correction, where the effect of septal penetration is low. For the corresponding MEGP reconstruction without scatter correction, we used an effective "broadbeam" attenuation coefficient, 0.092 cm , also determined from simulations. For the ELEGP reconstructions without model-based compensation, the proper attenuation coefficient is more difficult to determine because of the effect of septal penetration of the primary photons. This effect depends on photon energy, collimator geometry, source distribution, and distance from the collimator and leads to a relative overcompensation in the central part of the images. We therefore used approximate attenuation coefficients determined from a "trial-and-error" process of testing different attenuation coefficients for achieving a homogeneous cylinder after reconstruction. Circular ROIs in reconstructed images in the homogeneous part of the phantom, far from the spheres in the -direction, were used for this purpose. It should be mentioned that this method is difficult to apply for patient imaging, and that the values in Table II for the ELEGP collimator are only valid for this phantom. For the LEGP reconstructions, attenuation correction was discarded due to the already heavily overcompensated region in the center of the reconstructed images.
Reconstructions including model-based compensation were performed with the software OSEMS, which is developed at Johns Hopkins University, Baltimore, MD. The software is based on OSEM and includes correction for attenuation, scatter, CDR, and septal penetration. Images were saved for every iteration step up to 40, and 10 OSEM subsets were used. Evaluation was performed manually, and we selected the following numbers of iterations for evaluation: 2, 3, 4, 6, 8, 10, 15, 20, 25, 30, and 40. Scatter correction was performed using ESSE [12] , with kernels simulated using SIMIND. The CDR compensation includes the effect of collimator penetration [13] , and the table of response functions needed for this correction was also generated using SIMIND. The images were post-filtered with the same Butterworth filter as described previously. Attenuation was corrected for using a cylindrical homogeneous attenuation map. The linear attenuation coefficient of water, 0.138 cm , was used for all model-based reconstructions since the degrading effect of scatter and septal penetration can be assumed to be properly corrected for.
D. Evaluation
To measure the image quality parameters, contrast, and noise, the inhouse software imlook4d was used. ROIs were drawn manually in a high-quality "hotspot" image (spheres simulated without background activity) and were then saved so that the same ROIs could be used for all reconstructions. For the small spheres, a ROI size of 9 pixels was used, and for the large spheres, the corresponding ROI size was 25 pixels. Both ROI types were quadratic in shape, which is a good approximation for a circle for the small ROI size, and had an area corresponding to 1.55 times the cross section of the spheres. For the background, from which we also determined the noise, a ring-shaped ROI was placed in four homogeneous slices between the two sphere-ends of the phantom. The ring was approximately 2 cm wide in plane and was placed so that it would have covered both the larger and smaller spheres if put in the same slice. It is therefore a good representation of the background around the spheres, which is important for the LEGP images that suffer from poor uniformity due to the high level of septal penetration.
The contrast for each sphere was calculated as (1) where is the mean count in the sphere ROI and is the mean value of the four background ROIs. An average value for all the ROI values from spheres of the same size was then calculated. A standard error for the average value was calculated as the standard deviation of the variations in ROI values, divided by the square root of the number of spheres. The relative noise in the background ROI was calculated as (2) where is the standard deviation in a background ring-shaped ROI. An average value of the four ROIs was used. Contrast was plotted as a function of noise for each OSEM iteration for the different collimators and reconstruction methods.
The contrast-to-noise ratio for each sphere, CNR, was then calculated as (3) The CNR was plotted as a function of OSEM iteration in a similar manner.
III. RESULTS
Contrast as a function of noise and the corresponding CNR as a function of iteration number for the conventional reconstruction technique are presented in Fig. 2 . For S12 [ Fig. 2(a) and (b)], it can be seen that the standard errors are relatively high, up to 16% in relative numbers for the MEGP collimator contrasts, including scatter correction. This is also the impression when studying the images, which are presented in Fig. 3 , where some , the standard errors are considerably smaller, up to 6% in relative numbers for the MEGP collimator contrasts, including scatter correction. Despite the high standard errors for S12, the average values in Fig. 2 follow a smooth curve, and the figure clearly demonstrates that OSEM reduces the bias and increases the noise from one iteration to the next.
When comparing the collimators in Fig. 2 , it is obvious that the LEGP collimator gave the worst results, which also was expected. This is because of the high level of septal penetration. When comparing the other two collimators, the ELEGP collimator has the highest contrast for a certain noise level for the S12 spheres, which also results in the highest CNRs. The ELEGP collimator also shows somewhat lower standard errors compared to MEGP. If scatter correction has a positive influence or not for the S12 spheres is not totally clear because of the high standard errors. In Fig. 3 , images with and without scatter correction can be compared, and the differences in sphere detection are not obvious. For the S20 spheres, it is however clear from Fig. 2(d) that the highest CNRs are achieved when omitting scatter correction. From a CNR perspective, ELEGP without scatter correction is the best choice, but MEGP with scatter correction results in the highest contrasts, at the expense of noise.
When reconstruction is performed with model-based compensation, the pattern changes to some extent as can be seen in Fig. 4 . The contrasts are generally a factor of 2-4 times higher than for the conventional reconstruction technique, and this is also the case for the CNR measure. When comparing the collimators, the ELEGP collimator is also in this case a better choice than the MEGP collimator. As can be seen in Fig. 4(a) and (c), the contrast for the LEGP collimator converges at a higher level compared to the other collimators, but the convergence is slower. The CNR for this collimator is lower for the S12 spheres, but comparable to the ELEGP results for the S20 spheres after about 10 iterations. In Fig. 5 , images of the S12 spheres are presented for all collimators, for the number of iterations that results in the highest CNRs (left column) and highest contrasts (right column). In Fig. 5(e) , for the LEGP collimator we chose, however, to present the peak value at 15 iterations [from Fig. 4(b) ] instead of the slightly higher CNR at two iterations since the two-iteration image gave a rather inhomogeneous impression that may result from a too low level of convergence.
The CNR can give some guidance to the number of iterations that is most optimal for detection of the spheres, and for the conventional reconstruction technique, the highest CNRs are found for the lowest number of iterations that we included, which is two. This is, however, not the case for the LEGP collimator, but due to the poor results, this collimator is of no interest for conventional reconstruction. For model-based compensation, the number of iterations that gives the highest CNR depends on collimator and sphere size. For S20, two iterations result in the highest CNR for ELEGP and MEGP, whereas eight iterations is the optimum for LEGP. For S12, the highest CNR varies between two and four iterations, but as mentioned, LEGP also has a peak at 15 iterations.
IV. DISCUSSION
In this study the MEGP, ELEGP, and LEGP collimators have been compared for detection of small spheres in a background corresponding to liver uptake of In-pentetreotide. The MEGP collimator is the traditional choice for
In SPECT because of the medium-energy emission at 245 keV. For reconstructions without model-based compensation, this collimator is probably also the most optimal one if quantitative measures of activity concentrations are of interest because of the low level of septal penetration. In this paper, we were, however, more interested in tumor detection, and the intensity difference between tumor and background, that is the contrast, is then the most important parameter. The detection is, however, limited by background noise, and for small tumors, the tumor size is comparable to the correlation length of image noise in the reconstruction. It is therefore a risk that the tumor drowns in the high noise surroundings. Contrast as a function of noise was used since it was assumed that the collimator showing the highest contrast for a certain noise level should be the most optimal for detecting the tumors. CNR as a function of iteration number was also calculated for a more direct comparison of contrast and noise. We are, however, aware that CNR can be seen as a crude measure of image quality, and that other analyses such as receiver operating characteristic (ROC) plots could have given additional valuable information. The objective assessment of image quality lies, however, beyond the scope of this paper. Also, in many cases the differences in lesion visibility were rather self-evident from the images in this study, and subtle detection performance differences that would be quantified by using more sophisticated measures are not needed in such cases. The aim of the study was also to compare results from model-based compensation to a conventional reconstruction technique.
All reconstructed images in the study were filtered with a 3-D Butterworth post-filter with a critical frequency of 0.40 cm and a power factor of 8. This filter is what we use in the clinical routine for In-pentetreotide images. To include other filters in the comparison would have been interesting, but beyond the scope of this paper. We believe, however, that the collimator comparison would be similar for other filters, at least for other Butterworth filters with the same power factor. In a previous study from our research group [6] , the relative differences between the collimators were roughly the same for the different Butterworth critical frequencies included in the comparison. Images without filtering were also included in that study and showed similar results. Based on the previous study, we also believe that a lower critical frequency would result in a CNR peak at a higher number of iterations. If a higher number of iterations is desired for a better convergence, a lower critical frequency could therefore be considered.
The study was based on small ROIs that were copied to the reconstructed images. We chose ROIs and not volumes of interest (VOIs) for the contrast measure for simplicity. We wanted the setup to be as realistic as possible, and the pixel size in the simulated phantom images is therefore the same as in a clinical In-pentetreotide image, cm . This means that it was difficult to center the ROIs at the exact center of the spheres, and to some degree this contributes to the high standard errors for the S12 spheres. To partly compensate for this, we used 1.55 times larger ROIs than the cross section of the spheres, which ensured that the hottest region was within the ROI. If VOIs had been used, the standard errors would probably have been somewhat smaller, but nothing points to that the conclusions would have been different. The S20 sphere results have relatively small standard errors and show a similar pattern compared to the S12 results.
For the collimator comparison, the ELEGP collimator seems to be the most optimal choice for detecting the S12 spheres, and this is true both with and without model-based compensation. For the high noise levels that were simulated in this study, the higher sensitivity of the ELEGP collimator is clearly the decisive factor. For model-based compensation, this was expected since it has been shown in other studies [6] , [14] [15] [16] that a high sensitivity is positive for lesion detectability, contrast, and quantitative accuracy. From Fig. 4(d) , it is however clear that the highest contrasts achieved in this study are for the LEGP collimator. However, the convergence is slow, and from a CNR perspective the collimator cannot be recommended for small tumor detection. Nevertheless, the results are interesting since it seems that the CDR method used in this paper, which also includes the effect of septal penetration, can handle very high levels of septal penetration. The high LEGP contrasts also indicate that the high sensitivity that is positive when using model-based compensation does not necessarily have to be based on only the correctly collimated photons. As can be seen in Table I , LEGP has a lower sensitivity than ELEGP for the correctly collimated photons, but a much higher sensitivity in total.
When comparing Figs. 3 and 5, it is obvious that the use of model-based compensation is a clear advantage for small tumor detection. For the MEGP collimator, the resolution modeling included in the CDR compensation has to be the most contributing part to the differences. For the LEGP collimator, the correction for septal penetration, which also is included in the CDR compensation, is obviously very important. Other studies comparing reconstructions with and without CDR compensation have also shown large differences [9] , [15] , [17] . The ESSE scatter correction that is included in the model-based compensation is also a contributor to the better results since it has been shown that such techniques do not lead to the same noise increase as subtraction-based techniques. The effect of better scatter correction is however likely to be rather small compared to the effect of CDR compensation.
The increase in CNR when using model-based compensation was as high as a factor of 2-4 in this paper. The phantom represents however a piecewise constant rather simple geometry, and it is not certain that the increase would be this substantial for a more complex geometry with slower OSEM convergence. However, we have no reason to believe that the simplicity of the phantom should affect the collimator comparison.
V. CONCLUSION For
In-pentetreotide SPECT in high-noise conditions, the ELEGP collimator is most optimal for detection of small spheres in liver background for OSEM reconstructions, both with and without model-based compensation. For larger tumors, the choice of collimator is more complex, but not as important since the larger spheres always were visible in this study, regardless of collimator and reconstruction method. Model-based compensation outperformed the conventional reconstruction technique, and this study really points to the urgency of including model-based compensation in the clinical routine for
In-pentetreotide SPECT.
